Cutting-balloon-associated vascular rupture after failed standard balloon angioplasty.
The following case reports illustrate a possible complication of vascular rupture when cutting balloon dilatation is performed immediately after failed standard balloon angioplasty to the same diameter. Deferral of the cutting balloon dilatation should be considered in such circumstances.